Bronchial intubation. A comparison between polyvinyl chloride and red rubber double lumen tubes.
Red rubber and polyvinyl chloride bronchial double lumen tubes were compared. Polyvinyl chloride tubes are easier to pass quicker to position and cause less damage to the mucosa of the respiratory tract than the red rubber equivalents.